Handheld Device Adapted to Smartphone Cameras for the Measurement of Sodium Ion Concentrations at Saliva-Relevant Levels via Fluorescence
The following low-resolution, 3D sketches are provided to illustrate the optical system and smartphone adaptor used to generate data using the handheld device. All pieces are shown in white for clarity of presentation, but they were in fact 3D printed using black filament. Figure S1 . Overall, low-resolution, 3D schematic of the smartphone system. Key features are labeled, but the cover is not shown in this schematic. (a) (b) Figure S4 . View through the opening of the base: (a) without the smartphone holder; and (b) the field of view through the smartphone with the holder attached to the base, as seen in Figure S3b .
